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Preface 


The  purpose  of  this  thesis  was  to  examine  the  concept  of 
pressure  measurement  with  fiber  optics  and  interferometry,  to  build 
a  working  prototype,  and  to  test  that  prototype.  Some  consideration 
was  given  toward  the  use  of  the  transducer  system  for  taking  intra¬ 
vascular  blood  pressure  readings. 

The  prototype  was  designed  to  exibit  the  feasibility  of  the 
pressure  measurement  technique  and  little  time  remained  for  the 
optimization  of  system  parameters.  1  beleive  that  significant  improve¬ 
ments  are  possible  now  that  the  primary  noise  sources  have  been 
identified. 
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Salvatore  Balsamo,  and  to  Major  John  M.  Borky  for  suggesting  this 
research  area  and  for  their  help  in  preparing  me  for  the  task.  I 
would  like  to  thank  Major  Glen  Doughty  for  his  efforts  in  editing 
the  thesis. 

In  addition,  I  would  like  to  thank  Mr,  Robert  Durham,  Mr,  Orville 
Wright,  and  Mr.  Dan  Zambon,  of  the  AFIT  EE  Laboratory,  for  tneir 
invaluable  advice  and  assistance.  I  would  also  like  to  thank  Dr,  Kent 
Stowell,  of  the  Avionics  Laboratory,  for  the  equipment  support  that 
his  organization  extended.  Finally,  I  would  like  to  thank  Mr.  Carl 
Shortt,  Mr.  John  Brohas,  and  the  rest  of  the  AFIT  Fabrication  Shop 
personnel  for  their  special  efforts  in  the  construction  of  my  thesis 
apparatus . 
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Abstract 


A  new  pressure  sensing  device  has  been  analyzed,  built,  and 
tested.  The  device  uses  a  Michelson  interferometer  to  monitor  pressure- 
induced  fluctuations  of  a  polished  silicon  diaphragm.  Probe  flexibility 
is  achieved  by  mounting  the  diaphragm  on  the  end  of  a  single  mode 
optical  fiber;  the  coupling  apparatus  used  permits  interference  to 
occur  with  the  fiber  in  one  leg  of  the  interferometer.  The  phase  of 
the  resulting  pattern  is  locked  using  a  piezoelectric  length  transducer 
and  phaselock  loop  control  techniques. 

Formulas  developed  to  model  the  system  input/output  characteristics 
led  to  the  construction  of  a  working  prototype.  Long  term  drift  for  the 
system  was  negligible.  Short  term  drift  limited  the  resolution  of  the 
system  to  7  mmHg  over  the  region  50  mmHg  to  200  inmHg.  The  limited  range 
resulted  from  the  scanning  limit  of  the  piezoelectric  length  transducer. 
System  linearity  was  approximately  5  percent.  Computer  noise  analysis 
identified  the  high  voltage  DC  amplifier  and  the  piezoelectric  length 
transducer  as  limiting  resolution  to  3  mirHg, 

Acousto-optic  modulation  was  examined  as  an  alternative  control 
method.  This  approach  offers  better  resolution  and  better  frequency 
response . 

The  performance  of  the  prototype  pressure  sensing  system  suggests 
that  state-of-the-art  specifications  could  be  achieved  by  tl'.is  method. 
Application  for  intravascular  blood  pressure  measurement  is  discussed. 
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I .  Introduction 


Background 

Since  the  conception  of  pressure  and  its  measurement  by  Torricelli 
in  1643,  inventors  have  gone  to  great  lengths  to  extract  useful 
information  from  this  mechanical  principle.  Many  devices  have  been 
constructed  whose  sole  purpose  is  to  convert  fluid  pressure  or  fluid 
flow  into  an  electrical  signal  containing  the  same  information.  Those 
transducers  have  taken  many  forms.  Most  modern  electronic  sensors  use 
a  physical  principle  to  monitor  the  motion  of  a  flexing  diaphragm. 

Electronic  pressure  sensors  use  many  different  physical  properties 
to  accomplish  their  task.  Strain  gages  use  a  Wheatstone  bridge  circuit 
to  monitor  the  motion  of  an  armature  that  is  directly  connected  to  a 
flexing  diaphragm.  Capacitive  transducers  measure  the  changing 
capacitance  between  two  plates  as  the  separation  between  them  changes. 
One  plate  is  attached  to  a  diaphragm.  Inductive  transducers  measure 
the  changing  flux  caused  by  a  magnetic  disc  attached  to  a  diaphragm 
as  the  disc  moves  relative  to  a  stationary  coil.  Piezoelectricity  and 
piezoresistivity  rely  on  the  changing  electrical  properties  of  a 
crystal  as  mechanical  stress  or  pressure  is  applied.  Other  principles 
that  have  been  used  are  P-N  junctions,  variable  light  reflectivity, 
resonant  wire,  and  magnetostriction.  The  diversity  of  approaches  to 
the  pressure  measurement  problem  hints  at  the  significance  of  the 
information  that  the  devices  gather. 

Current  pressure  sensors  meet  the  demands  of  diverse  applications 


with  varying  degrees  of  success.  Many  applications  such  as  in-vivo 
cardiovascular  pressure  measurement  have  strict  design  criteria  that 
eliminate  most  sensors  from  consideration.  This  application  is  analyzed 
in  depth  in  Appendix  E.  The  principle  behind  the  fiber  optic  pressure 
transducer  offers  significant  piossibilites  for  meeting  these  criteria. 

The  use  of  a  Michelson  interferometer  to  measure  the  motion  of 
the  diaphragm  permits  accurate  measurement  of  small  fluctuations.  The 
addition  of  an  optical  fiber  furnishes  probe  flexibility  and  probe 
size  limited  only  by  diaphragm  characteristics.  A  very  small  diaphragm 
can  be  etched  from  a  silicori  wafer  and  mounted  to  the  fiber  end.  The 
short  term  drift  encountered  during  the  experiment  limited  resolution 
to  7  mmHg,  Noise  from  the  piezoelectric  length  transducer  (PZT)  and  the 
associated  high  voltage  DC  amplifier  were  found  to  limit  resolution  to 
3  mirHg.  Indicating  that  both  problems  must  be  solved  before  a  reliable 
pressure  sensing  system  can  be  constructed. 

The  originality  of  this  thesis  arises  from  a  new  combination  of 
existing  technologies  to  create  a  potentially  useful  pressure  sensing 
device.  Although  this  research  was  conducted  with  the  cardiovascular 
pressure  sensing  application  in  mind,  many  other  applications  are 
possible. 

Problem  Statement 

The  problem  addressed  in  this  thesis  is  to  determine  the  feasib¬ 
ility  of  the  fiber  optic  pressure  measurement  technique.  This  includes 
identification  and  analysis  of  problem  ares,  design  and  construction 
of  a  prototype,  testing,  and  error  analysis.  Determination  of  suit- 


ability  for  the  biomedical  application  per  the  criteria  in  Appendix  E 
leads  to  the  commentary  on  system  value  and  on  coriLinued  research. 
Research  Approach 

Analysis  of  the  fiber  optic  pressure  transducer  system  began  with 
derivation  of  system  equations  to  determine  if  the  concept  was  sound. 
This  led  to  experimentation  with  optical  fibers  and  phaselock  control 
techniques.  It  was  shown  that  light  could  make  the  round  trip  through 
the  single  mode  fiber  with  output  power  levels  that  were  detectable  by 
a  photodiode.  Phaselock  was  achieved  with  the  compensation  circuit 
shown  in  Appendix  D.  These  results  indicated  that  the  system  could 
function  properly. 

The  interferometer  was  constructed  and  locked  before  the  fiber 
was  introduced  into  the  system.  Alignment  problems  associated  with  the 
small  core  single  mode  fiber  were  worked  out  with  changes  in  mounting 
hardware.  The  syst6.,i  was  then  locked  with  the  fiber  in  place  and  pre¬ 
pared  for  testing  with  steps  to  reduce  the  noise  level. 

Testing  for  drift,  linearity,  resolution,  and  noise  characteristics 
was  completed.  Analysis  of  the  results  led  to  the  conclusions  and 
recommendations  shown  in  Chapter  Five. 

Chapter  Two  contains  theory  pertaining  to  the  operation  of  the 
fiber  optic  pressure  sensor.  Chapter  Three  contains  a  description  of 
system  operation.  Chapter  Four  contains  the  experimental  procedure 
and  the  results  obtained.  The  experiment  is  concluded  in  Chapter  Five 


with  conclusions  and  recommendations 


II .  Theory 


Introduction 

The  Michelson  interferometer  offers  very  accurate  measurement  of 
small  length  fluctuations  by  the  property  of  light  interference.  (Ref  11:290) 
The  output  intensity  of  the  interferometer  is  dependent  upon  the  change 
in  path  length  (AL)  of  the  active  branch  compared  to  the  reference 
branch.  This  length  change  can  be  developed  by  applying  pressure  to  a 
flexible  diaphragm  mirror  in  the  active  branch.  Analysis  of  the  relation 
between  pressure  and  length  fluctuations  results  in  the  desired  pressure 
measurement  capability.  An  optical  fiber  can  be  placed  in  the  active 
branch  to  obtain  a  flexible  probe  that  can  be  taken  to  the  pressure 
source.  The  small  etched  diaphragm  is  mounted  on  the  fiber  end.  The 
system  offers  some  unique  possibilities  for  special  application  sensing. 
Michelson  I nterf orometer 

Two  plane  waves  interfere  in  the  Michelson  interferometer  to  give 
an  output  intensity  pattern  that  varies  with  changes  in  optical  path 
length  of  the  active  branch.  The  interference  phenomenon  can  best  be 
understood  by  examining  the  wave  nature  of  light  and  then  applying 
the  superposition  principle.  The  general  equation  of  a  linearly  polarized 
wave  is  given  below. 


E  ^  (  r ,  t )  =  A  j  cos 

1 

u 

at  +  e  j  ) 

(Kq.  2.1) 

where: 

Aj^  =  amplitude 

at  =  ai\gular 

frequency  •  time 

•  r  -  plane  to 

vector 

e^  =  initial 

wave  phase 
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Two  such  waves  can  be  combined  by  the  superposition  principle  to  get 
the  total  electric  field  intensity  =  Ej(r,t)  +  Eg(r,t)  which  is 
merely  the  sum  of  the  individual  waves.  Due  to  the  high  frequency  of 
the  signals  being  monitored  the  photodiode  measures  irradiance  not 
field  intensity.  Irradiance  is  defined  by  I  =  0[v  <  E^  >  where  a  is 
the  permativity  constant  of  the  medium,  v  is  the  velocity  in  the 
medium  and  <  E®  >  is  the  time  average  of  the  field  intensity  squared. 
Concern  with  only  relative  irradiance  within  the  same  medium  permits 
the  medium  constants  to  be  neglected.  (Ref  11:277)  The  irradiance  can 
therefore  be  taken  as  I  =  <  E^  >  measured  in  watts/  meter^.  Expanding 
the  equation  yields  the  interference  term  of  interest  di^)  as  shown. 

1  =  +  Ip  +  (Eq.  2.2) 

where  =  <  Ej  > 

Ip  =  <  E|  > 

^1?  =  <  El  Eg  > 

Taking  the  time  average  by  the  definition  <  E^  >  =  1/T  E(t')  dt ' 

yields  the  following  equation  for  the  interference  term. 

^12  ^  ^2  cos  (  2tT  (D+AL)/X  )  (Eq.  2.3) 

where:  A^,  Ag  =  respective  amplitudes 

D  =  optical  path  difference 
AL  =  optical  path  difference  due  to  pressure 
X  =  wavelength  of  source 

Total  constructive  interference  will  occur  when  cos  (6)  =1  .  This  occurs 
when  6  =  0,  ±2Tr,  ±4Tr  ...  Since  U  and  X  are  constant,  a  constructive 
interference  peak  will  occur  everytime  Ab  changes  by  X/2  in  lengtli. 


These  length  changes  are  illustrated  in  the  Michelson  interferometer 
of  Figure  2.1. 


Mirror 


Figure  2.1  Michelson  Interferometer 


The  change  in  path  length  (^L)  can  be  produced  by  applying  pressure  to 
a  suitable  diaphragm  mirror. 


Diaphragm  Mechanics 

Equations  relating  diaphragm  motion  to  applied  pressure  have  been 
derived  for  many  different  diaphragm  geometries.  The  generally  accepted 
equation  for  displacement  of  a  rigidly  held  circular  diaphragm  is 


shown  below.  (Ref  3:216) 


3  (1-u^)  (R-'^  -  r^)^  6P 
16  E  t^  (1  +  (AL/t)V2) 


(Eq.  2.4) 


where:  AL  =  displacement  of  diaphragm  at  radius  r  (cm) 

u  =  Poisson's  ratio  {unit less) 

E  =  Young's  modulus  (dynes/cm^) 

R  =  diaphragm  radius  (cm) 

r  =  distance  from  diaphragm  center  (cm) 

t  =  diaphragm  thickness  (cm) 

6P  =*  pressure  differential  (dynes/cm^) 
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The  complexity  of  the  equation  reduces  significantly  if  the  following 


assumptions  are  made.  First,  assume  that  the  area  of  interest  on  the 
mirror  is  the  center  (r=0).  Second,  assume  At  <  t/4  to  guarantee  good 
diaphragm  linearity  characteristics  (  better  than  1%  ) ,  These  two 
assumptions  lead  to  the  simplified  equation  below. 


AL  = 


3  (l-u^)  r"*  6P 
16  E 


Further  simplification  can  be  achieved  by  calculating  values  for  E 
ans  u  for  the  (111)  silicon  diaphragm,  as  shown  by  Runyan  (Ref  27:93), 


(111)  2sii  +  2Si2  +  s^^ 

U(iii)  =  1/6  (5s,3  +  t  s^^/2) 


where: 


’ll 


Cl  1  Cl  P 


(cii  -  Cis)  (cii  +  2cij,) 


=  0,7644  X  lO' 


-12 


-.la . 


’12  “  (Cii  -  Cig)  (Cii  +  2Cig) 


=  0,2143  X  lo' 


-12 


s  , .  =  1/  c  . , 

44  44 


=  1,256  X  10 


-12 


Solving  for  E  and  u  yields; 

E  =  1.9  X  10^^ 

u  =  0.3825  1  -  u^  =  0,8537 

Inserting  these  constants  into  the  above  equation  yields: 

AL  =  8.425  X  lO"^'*  R^/  t^  6P  (Eq.  2.5) 
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Combining  equations  2.2  and  2.5  yields  the  desired  relationship 
between  applied  pressure  and  the  interferometer  output  irradiance. 


I  =  Ii 


+  ^2  + 


cos  (  2t< 


D  +  8.425  X 


-14  4 

10  R  / 


6P 


)  (Eq.  2.6) 


Therefore,  if  the  radius-to- thickness  ratio  can  be  scaled  properly  the 
system  will  measure  pressure.  But  the  usefulness  of  the  system  is 
limited  by  the  inflexibility  of  the  pressure  sensing  probe.  An  optical 
fiber  can  be  placed  in  the  pressure  sensing  branch  of  the  interferometer 
to  permit  the  light  beam  to  be  guided  to  the  pressure  source. 

Fiber  Optics 

The  introduction  of  the  optical  fiber  into  the  interferometer 

changes  some  of  the  system  characteristics.  The  optical  path  lenjth 

through  the  fiber  is  longer  than  the  same  length  of  air.  The  two 

factors  causing  the  change  are  the  different  index  of  refraction  and 

the  multiple  reflective  path  now  taken  by  the  light.  The  new  path 

length  will  be  L  =  n  L  where  n  is  the  index  of  refraction  of  the 
n  f 

fiber  core  material  and  is  the  path  length  along  the  fiber.  The  path 
length  is  a  function  of  the  input  angle  to  the  fiber. 

Another  consideration  brought  on  by  the  fiber  is  the  question  as 
to  whether  sufficient  coherence  can  be  maintained  to  allow  interference. 
The  phase  relationship  of  the  light  wave  must  remain  intact  to  be 
coherent.  Optical  fibers  that  allow  multiple  paths  for  the  light  to 
travel  typically  have  high  dispersion  because  each  path  has  a  different 
travel  time  and  they  arrive  at  the  output  out  of  phase.  Single  mode 
fibers  allow  only  one  mode  to  exist  thus  maintaining  coherence.  This 
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For  small  fibers 


result  was  noted  by  Kapany  in  the  original  research:  " 
only  a  few  permissible  characteristic  angles  exist  and  an  appreciable 
degree  of  coherence  is  attainable  ”,  (Ref  17:54)  Single  mode  fibers 
are  analyzed  with  the  laws  of  physical  optics  since  the  core  diameters 
are  on  the  order  of  a  few  wavelengths  of  the  source  radiation.  An 
alternative  to  the  single  mode  fiber  is  the  continuous  refocusing 
found  in  graded  index  fibers.  Multiple  modes  are  present  in  the  fiber 
be  due  to  the  fiber  design  these  modes  propagate  at  the  same  speed  down 
the  fiber  and  arrive  in  phase  with  good  coherence. 

The  final  consideration  to  be  discussed  here  concerns  the  need  to 
couple  the  light  efficently  into  and  outof  the  fiber.  Maximum  coupling 
efficency  is  given  by  Liouville's  theorm  for  statistical  mechanics 
using  conical  coordinate  axes.  (Ref  29:34) 

E  (max)  =  A,  /  A  sin^e  =  A^  /  A  (NA)^ 
c  f  s  f  s 

where;  A..  =  fiber  core  area  A  =  source  area 

f  s 

0  =  angular  acceptance  NA  =  numerical  aperature 

Using  typical  numbers  for  the  experimental  apparatus,  fiber  core 
diameter  =  5  microns,  laser  source  diameter  =  1  mm,  and  NA  =  0,18  the 
best  coupling  efficency  has  a  loss  of  approximately  60  db.  The  obvious 
unacceptability  of  this  loss  results  in  examination  of  a  focusing  lens 
alternative  in  Chapt(?r  Four. 

Each  of  tht'  above  sections  contributes  information  suggesting 
the  feasibility  of  the  fiber  optic  pressure  sensing  technique.  The 
operation  of  the  system  is  described  in  Chapter  Three. 
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Introduction 


The  fiber  optic  pressure  transducer  draws  togather  many  existing 
technologies  to  form  a  unique  pressure  sensing  device.  The  sensitivity 
of  a  Michelson  interferometer  offers  high  accuracy  with  minimal  diaphragm 
movement.  The  creation  of  low  dispersion  single  mode  fiber  brought  about 
the  transmission  of  light  without  significant  degradation  of  coherence. 

A  fiber  can  therefore  be  used  as  a  probe  in  one  leg  of  the  interferometer. 
Locking  the  interference  pattern  with  phaselock  techniques  yields  a 
voltage  output  variable.  The  ability  of  this  sensor  is  therefore  limited 
only  by  the  low  level  noise  sourecs  and  the  selection  of  system  components. 
General  Description 

The  fiber  optic  pre;-.sure  transducer,  like  most  other  modern  elec¬ 
tronic  pressure  si-n.'  lioviccs,  monitors  the  motion  of  a  diaphragm 
flexing  under  a  differential  pressure.  It  differs  from  the  others  by 
using  an  interferometer  as  the  monitoring  device.  The  Michelson 
interferometer  can  be  seen  in  the  general  system  diagram  of  Figure  3.1. 

The  amplitude  of  the  laser  source  is  split  into  two  branches  by  the 
beam  splitter.  Those  two  coherent  light  beams  are  later  recombined~at 
the  photodiode  to  yield  an  interference  pattern.  This  pattern  changes 
when  the  optical  path  length  of  one  interferometer  branch  changes 
relative  to  the  other  branch.  Pressure  changes  are  translated  to  length 
changes  by  a  flexible  silicon  diaphragm  mirror.  The  interference 
pattern  achieved  is  shown  in  Figure  3,2  with  a  graph  of  center  intensity 


j  Piezoelectric  Length  Transducer 


I 

Beam  Splitter 


Photodiode 


'  Control  Loop  Electronics 


Figure  3.1  Pressure  Transducer  General  Diagram 


Optical  Fiber 


Lens  Mirror 

Diaphragm 


The  PZT  control  loop  locks  the  phase  relationship  between  the  two 


interferometer  branches  by  varying  the  position  of  the  PZT  mounted 

mirror.  The  system  is  locked  to  the  constructive  peak  in  Figure  3.2 

by  the  modulation  technique  described  in  Appendix  B.  The  quality  of 

the  interference  pattern  can  be  described  by  the  visibility.  (Hef  11:426) 

This  quantity  allows  the  degree  of  coherence  to  be  measured.  The  phase 

of  the  modulation  signal  is  detected  by  the  lock-in  amplifier  (LIA). 

A  positive  error  signal  is  developed  if  the  optical  path  length  (OPL) 

is  too  long,  A  negative  signal  is  developed  if  the  OPL  is  too  short. 

This  error  signal  is  low  pass  filtered  and  sent  to  the  high  voltage 

amplifier  (HVA)  to  correct  the  PZT  positioning  of  the  mirror.  A  general 

diagram  of  control  loop  operation  is  shown  in  Figure  3.3. 

Explanation  of  control  functions  is  simplified  by  the  control 

diagram  in  Figure  3.4.  The  condition  for  the  desired  phase  lock  to 

occur  is  that  the  control  loop  correction  phase  66  must  be  equal  and 

opposite  to  the  phase  change  due  to  the  applied  pressure  AP  .  The  error 

P 

signal  guarantees  that  this  will  occur  as  explained  above.  The  phase 
correction  is  given  by  the  following  equation. 


5n  =  K(s)  ( 


AP 


K(s) 

1+K(s) 


^  <  ^d 


P  -  6fl  ) 
o 

P  )  -  AP  ] 
o  p 


Analysis  of  the  above  equation  s)iows  that  the  error  signal  will  be 
cancelled  out  if  it  is  entirely  due  to  the  applied  pressure.  This 
analysis  changes  when  noise  sources  are  considered.  These  will  be 
discussed  in  the  next  section. 
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Figure  3.3  P^T  Control  Loop  Operation 
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Error  Analysis 

The  degree  to  which  errors  can  be  controlled  determines  the 
limitations  on  system  accuracy  and  system  resolution.  All  identified 
errors  have  been  listed  in  Table  3,1.  Some  of  these  errors  are  analyzed 
experimentally  in  Chapter  Four,  The  errors  can  be  broken  down  into  four 
groups,  each  representing  a  physical  variable,  length,  intensity, 
pressure,  and  electrical  noise. 

Changes  in  the  optical  path  length  AL  can  arise  from  a  number  of 
sources.  Variations  in  temperature  can  cause  thermal  expansion  of  the 
mounting  plate  and  air  movement  in  the  surrounding  area.  Vibrations 
can  cause  slight  changes  in  length.  PZT  jitter  due  to  the  modulation 
technique  employed  is  another  source  of  length  variation. 

Undesired  changes  in  light  intensity  impinging  on  the  photodiode 
can  raise  noise  levels.  Light  from  extraneous  sources  should  be  elimin¬ 
ated,  but  some  reflected  or  refracted  light  from  the  apparatus  is  likely 
to  occur.  Additional  interference  patterns  can  develop  from  light 
reflected  from  lenses  or  fiber  faces. 

Nonlinear  scale  factors  for  the  diaphragm  or  the  PZT  taint  the 
results.  These  nonlinearities  can  arise  from  improper  mounting  or 
improper  selection  of  components.  Some  nonlinearity  will  always  be- 
present,  and  it  must  be  accounted  for  in  the  system  specifications. 

Electronic  noise  added  by  control  circuitry,  power  supplies,  and 
amplifiers  can  easily  be  the  limiting  factor  which  determines  resolution. 
Noise  from  the  photodiode  and  its  amplifier  are  included  here.  All  of 
the  above  stated  error  sources  are  shown  in  control  diagram  format  in 
Figure  3.5. 
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Table  3.1  Error  Sources  and  Terms 


Figure  3,5  Error  Analysis  Control  Diagram 


Laser  Selection 


Proper  selection  of  a  coherent  light  source  plays  a  significant 
role  in  determining  the  usefulness  and  the  versatility  of  the  fiber 
optic  pressure  transducer.  Coherence  length  is  the  primary  criterion 
for  source  selection  because  it  determines  the  maximum  usable  length 
of  the  fiber  sensing  probe.  Coherence  length  is  given  by  1^  =  c/Af 
(Ref  25:32)  where  c  is  the  speed  of  light  and  Af  is  the  laser  linewidth. 
The  effective  linewidth  is  increased  significantly  if  more  than  one  mode 
falls  within  the  gain  curve  of  the  laser.  This  condition  is  )cnown  as 
multimode  operation  and  is  common  in  most  laboratory  lasers.  Techniques 
do  exist  to  limit  a  laser  to  single  mode  operation.  The  term  single 
mode  is  tal^en  in  this  report  to  mean  only  one  transverse  electro¬ 
magnetic  mode  and  only  one  longitudinal  mode.  The  difference  in  linewidth 
for  these  two  laser  types  is  displayed  in  Figure  3,6, 


Intensity 


Figure  3,6  Laser  Linewidths  for  Single  and  Multimode, 

Ih 


The  effective  linewidth  for  the  HeNe  laser  used  in  this  research 


was  measured  to  be  800  MHz  with  a  Fabry-Perot  interferometric  spectrum 
analyzer.  This  yields  a  coherence  length  of  only  37.5  cm.  The  value 
was  then  confirmed  with  the  experimental  apparatus.  The  interference 
pattern  disappeared  when  the  above  value  was  exceeded.  To  extend  the 
coherence  length,  as  would  be  needed  for  most  applications,  a  single 
mode  laser  must  be  used. 

The  single  mode  laser  offers  significant  improvement  in  coherence 
length  by  reducing  the  laser  linewidth.  A  single  longitudinal  mode  can 
be  achieved  by  choosing  the  cavity  length  of  the  laser  short  enough 
so  that  the  free  spectral  range  (FSR)  is  wider  than  the  gain  curve 
of  the  laser.  Calculation  of  FSR,  FSR  =  c/2d  where  d  is  the  laser 
cavity  length,  indicates  the  necessity  to  keep  d  less  than  18  cm. 

(Ref  11:311)  Other  methods  exist  to  achieve  single  mode  operation. 
Coherence  lengths  in  excess  of  a  kilometer  can  be  achieved. 

Fiber  Optics  and  Hardware 

Single  mode  fiber  was  selected  to  achieve  the  desired  coherence 
necessary  for  interference.  With  this  fiber  come  coupling  problems  due 
to  the  small  core  diameter.  The  problems  were  overcome  using  focusing 
optics  and  a  translation  stage  fiber  holder.  The  specifications  for  the 
single  mode  fiber  used  for  testing  are  given  in  Table  3.2,  (Ref  13; 22) 


core  diameter  -  5 . 8  |j,  numerical  aperature  -  0.18 

cladding  diameter  -  111  g  attenuation  -  7.7  db/Km 

coating  diameter  -  200  ^ 


Table  3.2  Valtec  Fiber  Data  (BF-SM-632). 
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In  the  single  mode  fiber  the  core  diameter  is  significantly 

smaller  than  the  laser  spot  size.  Therefore  some  sort  of  focusing 

device  must  be  employed  to  achieve  maximum  coupling  efficency.  The 

conical  acceptance  angle  discussed  in  Chapter  Two  is  known  to  decrease 

for  smaller  core  diameters.  Numerical  aperture  is  a  convenient  method 

to  express  acceptance  angle:  NA  =  n^  sin  0  .  (Ref  11:151) 

From  diffraction  theory,  it  can  be  shown  that  t)ie  HeNe  laser  used 

can  be  focused  to  a  spot  size  w  ,  (Ref  25:247)  The  following  equation 

assumes  that  the  beam  is  smaller  than  the  lens  and  it  gives  a  good 

approximation  of  actual  spot  size, 

X  f^ 

W  =  - - -  (Eg.  3,2) 

O  TT  W. 

1 

where;  w  =  focused  beam  radius 

o 

w,  =  initial  beam  raciius 
1 

>  =  laser  wavelen'itli 

f^  =  focal  length  of  len:- 

Substituting  typical  values  into  the  equation:  w^  =  .5mm,  f^  =  1  cm,  and 
X  =  0,6328  |j  yi(:lds  a  value  of  w^  =  2  p.  Returning  to  (Eq,  2,7)  shows 
that  the  couplin')  loss  lias  bt;oii  reduced  from  60  (it)  to  approximately 
13  db.  Further  improvement  could  be  made  by  decreasing  the  spot  size 
even  more.  This  can  be  done  by  increasin')  the  mai)ni t  ication  ^x^wer  of 
the  lens  and  thereby  decreasing  the  focal  length.  The  probli'in  hero  i.. 
that  when  tlie  local  b'li'ith  is  reiiuc’d,  so  is  the  distance  over  which 
the  spot  remains  focu.'.ed.  The  dejith  of  locus  ii\us  t  tcniain  gnsiti-r  than 
the  sensitivity  <jf  the  fiber  translalor  or  th''  .iligniiunt  will  be  ne.iily 
impossible.  The  z-axis  sensitivity  of  the  NCI'  FI’-]  ii.inslator  u.  ed  was 
determined  to  be  .qgirnximat  el  y  lb  jj  1  roip  exj»-i  immit  . 
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The  equation  for  depth  of  focus  is  shown  below,  (Ref  25:248) 

(  p  -  1  )  w=  (Eq,  3.3) 

I  A  O 

where:  d^  =  depth  of  focus 

w  =  focused  beam  radius 

o 

p  =  tolerance  factor 

Substituting  typical  values  into  the  equation;  w^  =  2  (.1,  p  =  1.1  and 
X  =  0.6328  p.  gives  a  depth  of  focus  d^  =  12,5  p.  The  value  is  satis¬ 
factory,  but  if  tl>e  magnification  factor  is  increased  to  20x  the  depth 

of  focus  decreases  to  4  p .  If  any  increases  in  signal  to  noise  ratio 
are  to  be  achieved  by  improvement  in  fiber  couplig  the  fiber  trans¬ 
lator  must  be  made  more  sensitive. 

D iaphracpn  Cliaracteristics 

Desired  properties  such  as  flexibility  and  high  reflectivity 
significantly  narrow  the  choice  of  materials  from  which  tlie  diaphragm 
can  be  made.  Silicon  has  tticse  and  many  oDier  suitable  characteristics. 
Silicon  is  rugged,  flexible,  chemically  inert,  readily  available, 
inexpensive,  easily  etched  r.o  the  correct  ttiickncss,  and  it  lias  good 
reflectivity  in  the  HeNe  laser  frequency  range  without  tiie  use  of 
thin  film  coatings.  The  rflectivity  of  the  waters  used  was  measured 
to  be  80  %  ±  2  % . 

The  fiber  optic  pressure  transducer  system  was  built  and  aligned. 
Eacli  component  performed  as  was  expected  to  yield  the  results  shown 


from  experimental  lou  in  the  following  chai.iter. 


IV.  Experiment 


Procedures 

Proper  system  operation  can  be  achieved  i£  careful  optics  align¬ 
ment,  meticulous  fiber  preparation,  anij  careful  electronics  setup  is 
followed.  The  alignment  of  system  optics  is  straightforward  as  indicated 
in  Figure  3.1.  The  Michelson  interferometer  must  be  set  up  so  that  the 
two  final  beams  interfere  as  indicated  by  the  j>attern  in  Figure  3.2. 

Care  must  be  taken  to  insure  that  lenses  are  centered  on  the  laser  beam. 
The  challenge  occurs  when  the  fiber  is  prepared  and  aligned  to  permit 
coherent  light  to  travel  its  length  in  Ixjth  directions.  Coupling  light 
into  the  single  mode  fiber  core  requires  exact  adjustment.  Once  the 
interference  pattern  is  achieved,  the  control  loop  riust  be  adjusted 
and  locked  before  data  can  be  taken. 

Fiber  Preparat ion.  The  fiber  coatiiv)  must  be  stripped  so  that  the 
fiber  ends  can  be  cleaved  and  mounted.  The-  fiber  can  then  be  aligned 
at  both  ends  to  get  the  output  biMm. 

Extreme  care  is  necessary  when  hatidliivj  optic<il  fibers.  The 
durability  and  relative  insensitivity  to  dam.i()<’  changes  drastic.illy 
when  the  fiber  jacket  is  rt'moved,  ’Ihe  gl,iss  liber  is  especially 
sensitive  to  bending  motions  whilt'  rigidly  held  in  the  liber  mount. 

The  fiber  jarkel  r-an  b'-  removed  mechatiica  1  1  y  with  .i  scaljiel  ur 
chemically  wit  h  acidic  or  other  solvents.  The  jackel  material  <let  ermines 
which  method  yiebis  the  bed  lesull.  Multiple  (».■■']  ing  iiHition.  with  tii'> 
scalpel  worked  very  well  with  the  Valtec  .  ini]le  mod*’  lil,ci  u:asi. 


J 


The  fiber  face  must  be  cleaved  to  get  a  flat  perpendicular 


surface  over  the  core  area  to  aide  in  coupling.  This  can  be 
accomplished  in  the  following  manner.  Place  the  partially  stripped 
fiber  into  a  groove  in  the  holding  block.  Put  a  plate  over  the 
fiber  up  to  the  point  where  the  cleave  is  to  be  made.  Scribe  a  line 
on  the  fiber  with  a  sharp  scalpel  blade.  These  blades  can  be  used  only 
a  few  times  before  they  get  too  dull  to  be  effective.  Move  the  fiber 
to  the  edge  of  the  block  and  break  the  fiber  at  the  scribed  line. 

This  method  often  yields  an  acceptable  cleave.  The  fiber  must  be 
tested  and  the  procedure  must  be  repeated  if  the  cleave  is  not  good. 

The  easiest  method  for  determining  the  quality  of  the  cleave 
is  to  mount  the  fiber  and  view  the  output  pattern.  If  an  acceptible 
uniform  break  was  acheived  the  pattern  will  be  circular.  With  a 
V  *  nonuniform  break  the  pattern  is  obviously  not  circular.  When  both 

ends  have  been  cleaved  and  the  mount  is  correctly  adjusted  so  that  the 
beam  is  focused  completely  into  the  fiber  core  a  distinctive  diffused 
circular  pattern  is  observable.  Index  matching  fluid  must  be  used 
to  eliminate  the  cladding  modes  to  obtain  the  proper  output  pattern. 

It  takes  patience  and  groat  care  to  set  the  fiber  up  correctly.  The 
fiber  must  be  shown  extreme  care  from  this  point  on  or  the  procedure 
will  be  repeated  after  each  careless  act. 

The  fiber  should  be  mounted  firmly  in  the  translation  holder  to 
prevent,  movement,  Ttie  fiber  face  is  placed  at  the  focal  point  of  the 
focusing  lens.  This  can  be  determined  by  insuring  tliat  ttie  reflected 
output  does  not  go  throu<iti  a  focal  (.joint  on  the  way  to  the  photodiode 
target , 
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The  output  of  the  fiber  can  be  peaked  by  alifjninq  tVie  traiislation 
stage  holding  the  filler.  After  this  is  done  the  loose  fiber  end  can  be 
attached  to  the  diaphragm  mounting  apparatus.  The  mount  holds  the  fiber 
face  close  to  the  flexing  diaphragm  without  touching  the  diaphragm.  The 
fiber  must  be  as  close  as  possible  to  reduce  losses  due  to  beam  expan¬ 
sion,  The  intensity  of  the  interference  pattern  can  now  be  set  to  a 
maximum  by  fine  adjustments  on  tin-  diaphragm  mount  and  on  the  mount 
holding  the  PZT  mounted  nurroi'. 

Control  Loup  A'l  ji;;~.  t  ■.gt  .  'i'h»'  com  rol  loop  can  i,ie  ad  justi  and 

locked  after  a  (ligti  intei.^  ity  i  m,  .-r  f  •■ri -n  pattern  is  aa|,ii,’Veg .  "iio 
procedure  for  setting  up  t  ha  i-ont!'  !  bi.ip  gcsmi/i.d  j.-lcw. 

Step  1:  I(ientity  a  ITVr  re;<in.in;>  :  :  ■  ■  p  .•  :i<  a  r.ax  ^  m  .i:n 

lock-in  amplifier  o'.tpit  rs  atfa.nitl''.  'a.-.  !■•  .icui'  by  ..camiing 

the  HVA  witli  the  sc'op"’  tier  i -/.ont  a  I  p  ;•  p;  a  .  j  a,;,  oidal  wave 

as  shown  in  Figure  5.2.  htiw,  scan  •  lie  S'l,  i  i  guenry  ran'.’i'  of 

the  lock-in  amplifier  to  attain  a  ;'>0'i  i  ;na],  vc'lts  pak  to  p<.'ak 
was  attained  with  a  0,4  Vfilt.  [jIio;  od  i<'d<.'  .  igiiil.  Ilio  froiiuency  selected 
for  the  equipment  used  was  2 . fts  KHz. 

Step  2:  Set  tlie  lock-in  amplifier  to  m,ixin'iz.<.>  t  lie  siutial  and  to 
minimize  the  noise.  The  phase  on  'lie  iLick-in  anqdilior  should  be  adjuste 
so  that  there  is  a  HO  de<jree  phai-e  shift  tietween  the  plioLodiodt'  and  blA 

signals.  Some  care  should  be  used  to  insure'  that  the  system  locks  to 

a  constructive  interference  peak.  Finally,  the  filter  on  the  blA  can 
be  adjusted  to  minimize  the  noise  while  not-  affecting  the  desired 
signal . 

Step  3:  Null  the  integrator  in  the  compeni'at  irm  circuit  and  sot 


tho  gain  to  be  within  the  range  of  the  UVA,  If  this  is  riot  done  tiio  ilVA 
will  reset  or  blow  a  fuse  depending  on  the  [xi.sition  of  the  remaining 
switches . 

Step  4:  Connect  the  integrator  to  the  summing  amplifier  input. 

If  the  gain  knobs  are  set  correctly  the  system  will  lock.  If  the  phase 
is  set  correctly  the  lock  will  occur  on  a  constructive  peak.  This  insure 
a  better  signal  to  noise  ratio. 

Measurement  Procedures .  Two  types  of  data  were  taken  on  the 
pressure  measuring  system.  The  output  voltage  of  the  HVA  was  monitored 
on  a  chart  recorder  under  different  conditions  to  yield  information 
about  drift,  linearity,  pressure  range,  and  resolution.  The  output  of 
each  electronic  component  was  connected  to  a  noise  analysis  computer 
to  yield  useful  information  about  limiting  noise  sources.  The  equipment 
used  for  this  analysis  is  described  in  Appendix  C. 

P-esults 

The  drift  characteristics  of  the  system  can  be  seen  from  the  chart 
recorder  strip  in  Figure  4.1.  The  strip  represents  the  output  of  the 
system  while  it  was  locked  for  a  period  of  15  minutes.  The  long  toicn 
drift  is  negligible.  I'he  short  term  drift  ranges  as  high  as  20  volts. 
The  drift  charact cristirs  are  very  su.scoptible  to  notion  within,  the 
test  environment,  Tliermal  consideration.^  are  al.so  a  key  factor  causing 
flrift.  The  .system  was  allowed  to  warm  up  for  six  hours  before  this  d.ita 
was  taken,  Fijrtdu’r  warming  time  did  nejt  ;‘.oem  to  affect  the  res\.ilLs.  A 
plexiglass  cover  was  designed  to  help  reduce  air  mol  icin  and  quick 


theriivil  variitions. 
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The  noise  level  on  the  second  chart  recorder  strip  in  Figure  4.1 
indicates  that  the  resolution  of  the  system  is  approximately  10  volts. 
This  strip  was  run  at  00  mm/sec.,  so  tlu_-  /.trip  represents  4  seconds. 

The  resolution  can  also  be  expressed  ir  the  minimum  length  change 
observable.  The  scale  factor  between  voltage  and  PZT  motion  was  deter¬ 
mined  by  locking  the  system  on  five  consecutive  peaks  as  seen  in  Figure 
4.2,  It  is  known  that  total  constructive  interference  occurs  every 
half  wavelength.  Therefore,  the  PZT  moves  the  mirror  a  half  wavelength 
for  each  100  volts  applied  to  it  by  the  HVA.  This  implies  a  resolution 
of  0.03  microns  or  1/20  of  a  wavelength. 


Figure  4.2  System  Locked  to  Uitferent  Peaks. 

Figure  4.2  also  indicates  that  no  large  nonlinearities  exist  for  tlie 
PZT  over  the  range  of  measurement.  The  separation  of  the  peaks  appears 
to  he  100  ±  5  volts. 
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Figure  4.3  Pressure  Data 

The  pressure  data  shown  in  Figure  4.3  was  taken  by  applying  a 
known  pressure  from  the  manometer  to  the  diaphiagni  and  ineasurintj  the 
voltage  necessary  to  rrviintain  the  phase  lock.  The  graph  ranges  from 
100  to  600  volts  with  each  vertical  divir^ion  representing  30  volts. 

2't 


1 00 


Figure  4.4  Graph  of  Pressure  Data 

This  pressure  data  was  then  put  in  graphical  form  in  Figure  4,4,  The 
graph  drops  from  left  to  right  since  the  pressure  on  the  diaphragm 
was  pumped  to  a  maximum  value  before  the  system  was  locked.  The 
pressure  was  then  released  to  take  the  readings.  Nonlinearity  at 
higher  pressures  is  evident  from  the  graph. 
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Computer  Noise  Analysis .  The  noise  analyzer  shown  in  Figure  G.4 

simplified  the  identification  of  noise  sources.  The  photodiode  was 

analyzed  without  an  input  to  determine  v/hat  noise  power  level  was 

present.  The  power  spectral  density  (PSD)  of  the  photodiode  without 

an  input  is  shown  in  Figure  4,5.  The  frequency  ranges  from  0  to  5  KHz 

-5  2 

full  Scale  is  set  by  the  computer  to  be  8  x  10  volts  ,  Each  major 

vertical  division  represents  16  db  below  the  full  scale  value.  This 

indicates  photodiode  noise  is  better  than  50  db  below  the  signal  peak. 

The  power  specral  density  of  the  locked  system  is  the  top  graph 

in  Figure  4.6.  Multiple  sample  points  (256)  were  taken  and  averaged 

-2  2 

to  insure  accuracy  of  the  data.  Full  scale  is  set  to  1,6  x  10  volts  , 

The  lower  graph  of  Figure  4.6  is  the  PSD  of  the  system  with  the 
compensation  network  and  the  lock-in  amplifier  disconnected.  This  graph 
V  represents  the  noise  contribution  from  the  PZT  and  the  HVA,  The  graph 

was  intentionally  lowered  five  small  blocks  on  the  {xspor  to  avoid  over¬ 
lap,  The  close  resemblance  of  the  two  graphs  indicates  that  the  PZT 
and  the  HVA  are  the  primary  noise  sources  limiting  system  resolution. 
This  assumes  that  the  short  term  drift  problem  is  correctable  witli 
design  modifications. 

The  experimental  preperation,  procedures,  and  alignment  lead  to 
the  gathering  of  data  on  drift,  linearity,  resolution,  and  noise  for 
the  fiber  optic  pressure  transducer  prototype.  The  results  obtained 
form  the  basis  for  the  conclusions  and  recommendations  of  Chapter 
Five . 

i  ' 
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V .  Conclusions  and  Hecorrunendations 


Conclusions 

The  goal  of  this  research  was  to  design,  build,  and  test  a 
prototype  of  the  fiber  optic  pressure  transducer  to  determine  if  the 
underlying  principles  were  sound.  Feasibility  for  use  as  an  intravasc¬ 
ular  pressure  sensor  is  considered. 

Coherent  light  was  efficently  coupled  into  the  single  mode  fiber 
core.  It  was  shown  that  this  laser  light  could  be  recaptured  from  the 
diaphragm  in  large  enough  quantities  to  permit  the  system  to  be  phase 
locked  with  the  PZT  control  system.  The  system  operated  as  Planned. 

Pressure  measurement  resolution  was  limited  to  7  mmHg  by  the 
short  term  drift  variations.  Long  term  drift  was  negligible.  The  pressure 
range  was  limited  to  150  mmHg  by  the  scanning  range  of  the  PZT  and  the 
HVA,  Selection  of  a  different  voltage  to  pressure  scale  factor  would 
change  this  to  any  desired  range. 

Computer  noise  analysis  indicated  that  the  PZT  and  the  HVA  were 
the  major  noise  sources  limiting  system  resolution.  Neglecting  short 
term  drift,  resolution  is  limited  to  3  mmHg  by  electronic  noise. 

The  possibility  of  using  an  acousto-optic  modulator  for  increased 
resolution  and  increased  frequency  range  was  displayed  mathematically. 
This  alternative  was  sought  to  replaced  the  noisier  PZT  apparatus. 

The  fiber  optic  pressure  sensing  technique  was  found  to  be  a  valid 
method  to  sense  pressure  variations.  Noise  limited  the  performance  of 
prototype  as  would  be  expected  for  any  new  device.  The  system  shows 
potential  and  continued  research  is  warrented. 
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R  ec'ominenda  t  ions 


Many  factors  came  into  play  during  this  thesis  which  suggest 
alternative  designs  or  alternative  approaches  to  the  problem  of  noise 
reduction.  The  following  recommendations  should  aid  in  the  elimination 
of  identified  inadequacies.  Recommendations  will  be  made  in  the  follow¬ 
ing  four  areas:  environmental,  mechanical,  electronic,  and  experimental . 

Environmental .  The  inability  to  control  temperature,  air  motion, 
and  vibrations  added  significantly  to  the  noise  present  in  the  data. 

The  system  rested  upon  four  inches  of  foam  in  an  effort  to  reduce 
vibrations.  A  plexiglass  cover  was  constructed  to  reduce  air  motion 
and  to  help  stabalize  the  temperature.  The  laser  was  inside  the  cover 
which  may  have  added  to  the  problem  since  it  is  a  heat  source.  The 
system  is  very  sensitive  to  any  motion  near  the  interferometer.  This 
suggests  that  the  probe  should  be  long  enough  so  that  it  can  be 
removed  from  the  area. 

Mechanical .  Stability  of  the  mounting  devices  and  the  table  plays 
a  large  role  in  determining  the  noise  level  in  the  output  data.  The 
arrangement  as  seen  in  Appendix  G  in  the  photo  is  far  from  ideal.  The 
mounts  should  be  held  rigidly  to  the  plate  without  sloppy  adjusting 
mechanisms  for  alignment  luxury.  Miniaturization  of  components  and  the 
distances  between  them  is  an  effective  way  to  reduce  the  noise  level. 
All  of  the  optical  components  coul<l  be  directly  mounted  to  the  same 
plate  in  close  proximity.  The  importance  of  stability  cannot  be  over¬ 
emphasized  since  the  interferometer  is  easily  capable  of  measurements 
in  the  submicron  region. 
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h'lecLtonic,  The  siqucil  to  noise  rotio  ;iiusL  be  j  ucrea.seiJ  Jl  t)j(' 
desired  resolution  is  to  be  achieved.  This  can  be  accompl  ishe'i  !■>' 
increasing  the  signal  strength  at  the  photodiodi-  with  a  higher  {xiwered 
source  or  by  increasing  the  coupling  efficency  to  the  fiber,  better 
mounting  or  focusing  hardware  could  accomplish  this  task.  The  signal 
to  noise  ratio  can  also  be  increased  by  decreasing  the  noise  level. 

The  methods  listed  above  can  probably  reduce  the  noise  to  get  the 
desired  1  mmHg  resolution.  The  PZT  and  the  IIVA  must  also  be  modified 
or  replaced  to  get  resolution  below  the  3  mmUg  noise  level.  The  alter¬ 
nate  measurement  method  of  Appendix  F  suggests  one  such  possibility. 
Experimental ,  Many  improvements  must  be  made  before  the  fiber 
optic  pressure  sensor  could  be  commercially  useful.  Besides  tlie  changes 
already  mentioned,  the  diaphragms  must  be  etched  and  mounted  to  tlie 
fiber  to  replace  the  bulky  test  mount  used  in  this  thesis.  The  alter¬ 
nate  proposal  of  using  an  acousto-optic  modulator  is  promising  enough 
to  warrant  continueci  resear  h  in  this  area. 

Summary,  The  prototype  design  represents  the  begin! nij  of  tliis 
research  effort.  The  pressure  sensing  techniciue  was  sliown  to  be  a 
valid  approach.  The  prototype  was  shown  to  function  as  expi‘cte<i  and 
to  deliver  impressive  data  considering  this  is  the  first  att<':iipt  at 
building  such  a  device,  1  beleive  that  the  device  could  be  used  in 
the  cardiovascular  pressure  sensing  arena  with  only  minor  mo'di  t  icat  ions, . 
Many  other  appl  icat.ions  exist  wiiere  this  device  might,  bi’  usidul. 
Therefore,  1  recommend  ttiat  researcii  lie  continued  in  tliis  area, 

is 
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AppiMiiiix  A: 


S  1 1  i  con  II  i  .ip'iii  cIm:;.  Kti'hiri't  I't'iMCc:-"- 


The  diaphragm  etching  process  used  is  well  known  and  can  l^e 
found  in  a  nu'.iiber  of  microelectronics  texts  (Hef  16;4H_Su).  L'iaphragnis 
are  produced  via  the  five  s,tcp  process  shown  in  Figure  A.l,  starting 
with  a  standard  (100)  orientation  silicon  wafer  that  has  been  properly 
cleaned,  growth  of  a  two  r\icron  thick  silicon  dioxide  layer  can  be 
achieved  by  flowing  steam  across  the  wafer  while  it  is  in  a  1200  °C 
furnace  for  a  period  of  approximately  five  liours .  Caution  must  be  used 
to  move  wafers  slowly  into  and  out  of  the  tvirnace  to  avoid  thermal 
shock.  Completion  of  this  step  will  result  in  a  SiOp  layer  as  showri 
in  Figure  A . 1 . 2 . 

A  necjativo  photoresist  layer  is  now  placed  on  the  rough  side  of 
the  wafer.  The  wafer  is  now-  exposed  to  ultraviolet  light  in  the  mask 
alicjning  unit.  The  mask  used  dett.n'iiiines  the  size  and  cjuantity  of 
diaphragms  per  wafer.  After  the  ptiotores  i5;t  is  developed  only  ttie 
diaphragm  area  will  be  susceptibl<'  to  the  first  etching  step.  This  can 
be  seen  in  Ficiur*’  A.  1.1. 

Since  Ixath  silicon  and  pliotm.-s is t  are  impervious  to  hydraf lour ic 
acid  (HF)  they  will  nel  be  attacked.  But  the  will  be  removed  from 

the  diaphragm  area  iu  an  ..uaierly  fashion,  as  seen  in  Fi'Uire  A.  1.4. 

‘v'ow  the  wafer  is  subrierged  into  a  potassium  hydroxi  'e  bath  at 
00  -  1(10  °C .  A  niagnetie  stirring  capsule  iP'ist  be  vr.ed  to  kei'p  the  H„ 
bubbles  away  Iron  the  wal>'r  or  t  lie  process  W’ill  slop  hot  asi- luiii  hydroxidi 
removes  silicon  at  a  rate  of  oru'  micrcin  per  minute  leaving  t  lie  diiiphiacjm 
as  shown  in  Figure  A.l.s. 


rough  surface 


mirror  surface 


Silicon  wafer 
(100)  orientation 


A. 1.2 

Silicon  dioxide  layer  grown 
2  microns  thick 


Negative  photoresist  added 
and  exposed  in  mask  aligner 


A,  1.4 

Silicon  dioxide  removed  from 
diaphraigm  area  with  HF  acid 
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Silicon  otchoii  with  KOH 
to  do;r-iroti  depth  at  rate 
of  1  micron  per  minute, 
now  cut  out  diapiiraums . 


Silicon  niapliragm  t:tchin<)  Prooess 


Figure  A.l 


The  diaphidqn\s  ran  be  taken  down  to  a  thickne--,::.  of  approximately  S 
microns  if  desired.  The  diaphraqiiis  can  now  be  cut  out  of  the  wafer 
and  mounted  appropriate  to  the  application. 

The  diaphragm  shown  in  A. 1.5  has  ideal  thickness  wliich  is  uniform 
over  tile  whole  diaphragm  area  with  sharp  corners  at  tiie  edges.  In 
reality,  the  degree  to  which  the  ideal  case  is  achieved  is  dependent 
on  etchant  properties,  crystal  orientation,  and  control  of  process 
parameters.  Isotropic  etchants  attack  materials  uniformly  in  all 
directions  without  reguard  to  crystal  orientation.  Anisotropic 
etchants,  such  as  KOH ,  attack  different  orientations  with  different 
vigor.  KOH  was  measured  to  attack  the  (100)  plane  30  tines  faster 
than  the  (111)  plane  in  silicon  (Ref  2:58).  This  explains  why  KOH  and 
a  (100)  orientation  wafer  was  used  to  etch  diaptiragms  in  the  aho'.'c 
process.  The  depth  of  the  wafer  will  be  attacked  30  times  faster  than 
the  sides.  Figure  A. 2  shows  what  this  will  mean  in  diaphragm  etching. 
Other  parameters  such  as  etchant  temperature,  hydrogen  gas  removal, 
and  catalyst  and  etchant  concentrations  will  effect  results,  T)ie 
etching  theory  is  covered  in  detail  by  Borky  (Ref  2:57-76), 
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Isotropic  Diaphragm 


Anisotropic  Diaphragm 


/'  I 


Appendix  B:  Modulation  Techniquo  (KoC  14:47-50) 

The  generation  of  an  error  signal  used  to  drive  the  cavity  length 
to  the  resonance  condition  is  based  upon  modulating  the  length  of  the 
cavity  such  that  the  intensity  of  light  out  of  the  cavity  is  also 
modulated  dependent  upon  the  length  of  the  cavity  relative  to  the 
resonance  condition. 

If  the  intensity  alone  were  used  as  an  error  signal',  then  the 

variation  of  I  from  I  would  be  an  excellent  indication  of  how  far 

rtvax 

the  cavity  must  be  moved  to  bring  it  into  resonance.  Unfortunately,  that 
signal  alone  is  insufficient  because  there  is  no  information  to 
indicate  the  direction  in  which  the  cavity  length  must  be  moved  to 
return  it  to  resonance.  By  modulating  the  cavity  at  a  frequency  at 
least  a  factor  of  two  higher  than  the  bandwidth  required  for  the  control 
loop,  an  error  signal  can  be  generated  wliicli  is  both  indicative  of  the 
amount  of  error  and  the  direction. 

The  method  of  operation  can  best  be  explained  with  reference  to 
Figure  B.l.  With  the  cavity  such  that  it  is  in  resonance  wit)>  the 
incident  light  frequency,  ttie  cavity  would  be  in  position  A  of  the 
figure.  The  modulation  volt.age  dithers  tlie  cavity  length  such  that 
the  intensity  detector  output  is  as  shown  in  Figure  H.;?.  rheso  two 
signals  are  tlien  mixed  so  that  tlie  output  of  the  mi/vcr  (  actually  a 
cross  correlation  detector  )  can  be  viewed  as  the  pionuct  of  t  lie  two 
input  signals.  I’luis  the  output  of  tiie  mixer,  called  a  phase  seir^itive 
detector,  is  a  sinusoiriai  in  this  case  as  shown  in  Figuie  B.d. 


This  signal  is  then  low  pass  filtered  to  produce  a  zero  DC  level 
output  indicating  that  the  cavity  is  indeed  on  resonance. 

For  the  case  when  the  cavity  is  longer  than  required  for  the 
resonance  condition  refer  to  position  B  in  Figure  B,l.  In  this  case 
the  intensity  detector  output  voltage  is  out  of  phase  with  the 
modulation  signal  and  when  multiplied  produces  a  net  negative  signal 
as  shown  in  Figure  B.3.  Again  when  low  pass  filtered,  a  negative 
voltage  is  generated  indicating  that  the  cavity  must  be  shortened. 

Finally,  for  the  case  when  the  cavity  is  shorter  than  required, 
the  situation  is  as  shown  in  position  C  of  Figure  B.l  and  the  phast 
sensitive  output  voltage  is  as  shown  in  Figure  B.4.  The  phase 
sensitive  detedtor  output  voltage  in  this  case  is  positive  indicating 
a  need  to  increase  the  cavity  lengtli. 

The  technique  described  here  is  used  to  monitor  and  correct  for 
length  fluctuations  in  both  the  PZ.T  and  alternative  acousto-optic 
control  loops . 


4''. 


Appendix  C:  Equi pment  Listing 


The  following  equipment  was  common  to  both  control  loop  methods. 

Polished  Silicon  Wafers  ,  .  1 

Beam  Splitter  .......  .  ,  .  1 

Microscope  Objective  Lens,  5x,  lOx,  20x . 1  ea 

Optical  Fiber,  Valtec  BF-SM-632  Single  Mode  .  1 

Fiber  Translator,  NCR  FP-1 . 1 

Photodiode,  United  Detector  PIN-6DP  ....  .  1 

Photodiode  Circuitry  (Figure  D.l)  .  1 

Compensator  Circuitry  (Figure  D.2)  1 

Lock-In  Amplifier,  Princeton  Applied  Research  Model  124A  ...  1 

Compensator  Power  Supply,  Hewlett  Packard  Model  6205B  .  1 

Chart  Recorder . 1 

Neutral  Density  Filter,  Focusing  Lens,  Aperature  .  1  ea 

Mounting  Hardware  (From  AFIT  Shop)  . 

The  following  equipment  is  associated  with  tlie  PZT  control  loop. 

Laser  K.  Supply,  Spectra  Physics  Model  142 . 1  ea 

High  Voltage  DC  Op-Amp,  Burleigh  PZ-70  .  1 

PZT  Alicpicr  Translator,  Burleigh  PZ-80  1 

PZT  Translator  Mount  .  1 
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The  following  equipment  is  associated  with  the  A/0  control  loop. 


Modified  Laser  Exciter,  Spectra  Physics  Model  132  .  1 

Gain  Tube,  Jodon  cf-16.1-1.5  .  1 

Dielectric  Mirrors,  Flat  100%,  Curved  99%  .  1  ea. 

Acousto-optic  Modulator,  Coherent  Associates  Model  305  ....  1 

Signal  Generator,  Hewlett  Packard  Model  8640B  .  1 

Wideband  Amplifier  Module,  R.F.  Power  Labs  Model  M305Q  ....  1 

WAM  Power  Supply,  Trygon  Electronics  H36-30A  .  1 

The  following  Equipment  was  used  for  spectral  analysis. 

Scanning  Interferometer  Driver,  Spectra  Physics  Model  476  .  ,  1 

Interferomter  Spectrum  Analyzer,  SP  Model  470  .  ,  1 

Photodiode,  Sf>ectra  Physics  Model  471 .  1 

Mount,  Spectra  Physics  Model  381  .  1 

The  following  equipment  was  used  for  noise  analysis. 

PDP  11/15  Computer  .  1 

X-Y  Recorder,  Hewlett  Packard  Model  7034A  .  1 

Control  Unit/  Time  Data,  Model  GR  1923  -  3000  . 1 

Oscilloscope,  Tektronics  .  1 


Appendix  D:  Circuit  Uia^rarrii; 


Two  alternative  circuits  are  shown  for  the  photodiode  amplifier 
in  Figure  D.l.  The  first  uses  an  operational  amplifier  and  the 
second  uses  a  nine  volt  bias  battery.  Figure  D,2  shows  the  compensation 
circuit  used  in  the  contol  loop. 


PIN-6DP 


6  Kohms 


o 


Output 


9  volts 


PIN-6P 


^  1  Mohm 


Figure  D.l  Photodiode  circuit; 


Fiqure  D.2  Compensation  Circuit 
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Appi>ndix  1'^:  BiomedicJl  Appl icaLioti 

Numerous  applicutious  exist  for  the  fiber  optic  pressure  transducer. 
In  order  to  structure  this  thesis  investigation  a  ptirticular  biomedical 
application  was  .idopted.  The  design  cotistraints  imposed  by  the  in  vivo 
curdio-vascular  pressure  sensor  application  were  challenging  and 
restrictive.  Decisions  concerning  probe  and  diaphragm  construction 
result  from  the  limitations  incurred  from  this  application. 

Advances  in  medical  instrumentation  have  decreased  the  complexity 
of  the  modern  physician's  task  in  many  ways.  But  the  physician  must 
keep  abreast  of  advancing  technology  before  true  gains  are  realizible. 
Cardiologists  have  known  the  value  of  cardio-vascnlar  pressure 
measurements  for  manv  years.  "Cardiac  catfierizat  ion  is  performed  in 
^  virtually  all  patients  in  whom  heart  suruury  is  r.iiii  «>mplatod.  Tills 

procedure  yields  information  that  may  bo  crucial  in  doliiiinti  the 
timing,  risk;;,  and  .inticipitcd  benefit  for  .1  given  [latient",  (I’ef  30:  367) 
The  information  uaihered  via  a  pressure  sensor  in  the  cal  h'.-r  iv.ation 
process  has  decrf'a.ied  t  he  complexity  of  the  cardiolocjist  ’ s  La;  k  l.iy 
giving  film  more  inf ornvil  ii.>n  upon  which  to  base  his  fiecisions.  i'ho 
process  is  far  from  perfect. oil.  Pressure  transducers  need  to  l.io  desitjnod 
to  bettor  fulfill  the:,.'  needs. 

Current  transducers  have  many  limitations  anti  often  yielri  only 
part  of  the  d.nsir.'.l  pi'es:.ure  data.  It.  has  been  .speculated  that  more 
infornation  exiils  than  -ut  rent,  transducers  have  the  ability  to  si.'e. 
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So,  more  precise  f.ransducers  need  to  fioveloiied  to  meet  t  Insse  need;.. 


"It  i."'  hoped  th.it  more  piri'ri.so  idciit  i  f  ication  of  di:  case  coiid  1 1  ion;; 
will  ht'  fxjssitili:'  ...  by  preset  vi  ri<i  (Jetail.:  ol  the  fine-  .strticture  of 
the  pressure  waveform;  in  Llie  lieart  and  the  aiijacent  ve.s.sel.s,  I'his 
is  based  on  the  bolcit  that  such  factors  as  damage  from  infarction, 
incomplete  valve  closure,  intercfiamber  fistulas,  and  so  on  will 
have  identifiable  siunitures  in  the  form  cf  turbulence  or  p*2rturbatiori 
of  the  normal  pressure  contour,"  (Ref  2:7-8) 


The  significant  limitations  of  the  currently  used  catheter  manometer 
system  can  be  over  come  by  mounting  the  transducer  at  the  end  of  the 
sensing  probe  and  eliminating  the  hydraulic  connection.  Many  of  the 
new  electronic  sensors  have  been  used  in  this  way.  But  all  presently 
used  transducers  have  serious  problems  of  their  own.  They  have  all 
in  some  way  been  unable  to  meet  the  following  criteria  for  an 
acceptable  intravascular  pressure  transducer,  from  Borky  and  Webster, 


Sensor  Criteria 

1.  Accuracy  and  Linearity  of  ±  I"*  from  0  to  250  mmllq  with 
resolution  better  than  1  mmHg. 

2.  Temperature  compensation  if  necessary  over  the  range 
from  30°C  to  45 °C, 

3.  Sensor  diameter  of  1mm  maximum  to  allow  use  in 
pediatric  patients. 

4.  Patient  safty  must  be  a  primary  concern. 

5.  Absolute  pressure  reading  is  required, 

6.  Easy  or  infrequent  calibration  of  oquipmentw 

7.  Sensor  must,  be  durable  in  a  liospii  tal  env  ii  onment . 


8,  Sensor  must  be  cost  effective. 


Cardiac  Cathcrization 


Cardiac  catherization  is  a  process  by  which  intravascular 
blood  pressure  readings  can  be  taken.  A  catheter  is  nothing  rrore 
than  a  small  diameter  rubber  hose  that  can  be  inserted  into  the 
body  through  an  orafice  or  an  artificial  opening,  i  r.  the  case  of 
cardiac  catherization  this  hose  enters  a  vein  or  artery  and  is 
guided  to  the  heart  region  using  fluoroscopy.  This  form  of 
positioning  allows  pressure  measurement  in  all  four  chambers  of  the 
heart  and  in  the  surrounding  vessels.  During  cat.herization  ectopic 
beats  and  cardiac  fibrillation  occur  1  rei.jucntly.  Therefore  personnel 
and  equipment  must  be  on  hand  to  restart  or  correct  the  heart's 
fluctuations,  Ottier  readings  taluTi  concurrently  are  cardiac  output, 
blood  and  respiraloiy  'lascs,  blooil  oxygen  saturcifion,  and  metabolic 
products  moni  Lori  ni),  Hadiopatjue  dyes;  are  also  used  frequently  to 
veiw  heart  mot  ioii.  he;>earch  has  be'-n  accomplished  using  balloon 
tipp'd  cathetA'is.  Lo  eliminate  the  need  for  fluoroscopy  techniqes. 

In  this  case  i.lie  Idfeosl  f  li;>w  takes  the  sen;  the  desired  area. 

Current  Cardiac  Ih  esr.ui  ■■  :v<  n.^or;^ 

Many  riif  li.teiu  transducer  s.ehi'me,--  li.ive  been  us('d  to  oljt.iin  - 
the  valuable  cardiac  i'ie.,f;ure  information.  Tin-  luv  t-  ct'tms.on  1  y  usoei 
is  the  cattiefer  manomet  fr  b<'catise  of  its  >  i  rtpl  i  c  i  l.v  and  low  cost. 
Another  sy;;tem  t!iat-  is,  miking  s  i  gnil  i  cant  headway  is  tlie  electatic 
strain  gage,  Anotdier  sysdi'm  of  i  nt  <>re-.,t,  due  to  ;  oine  s  i mi lar itie.s  to 
this  thesis  is  the  optical  intensity  sensor.  ldi<-h  ol  ttio:;e  eyed  ems 


will  be  discussed  in  depth.  Other  itlea-s  w.hich  havf;  been  <jiven 
consideration  in  this  application  are:  variable  capacitance, 
variable  inductance,  piezoelectric,  piezoresislive,  linear  variable 
differential  transforrtier ,  and  semiconductor  devices. 

Catheter  Manonieter 

The  catheter  manonieter  as  shown  in  Figure  E,1  is  a  simple 
hydraulic  system  that  couples  cardiac  pressure  outside  the  body  to 
a  manonieter  where  it  can  be  read.  The  advantages  of  this  system  are 
its  simplicity  and  its  low  cost.  'I’he  performance  of  the  catheter 
manometer  could  best  be  described  as  sometimes  adequate.  The  system 
has  many  problems  that  have  led  to  vast  research  in  the  area  in  an 
attempt  to  find  a  replacement  that  offers  significant  improvement. 

The  blood  pressure  i.s  coupled  outside  the  body  via  a  sterile  saline 
solution  inside  the  calheter.  Frequent  cleaning  may  be  necessary  to 
remove  the  blooi.i  clots  that  form  at  the  hose  opening.  The  frequency 
response  of  the  .system  change.s  (U'a.stically  with  the  hose  diameter, 

A  hose  diameter  in  exce.ss  o[  ?  mm  is  usually  used  and  this  cau.ses 
increased  risk  to  the  patient.  Peiiiatric  patient.s  are  often  too  small 
to  permit  pressure  rea'ling.s  to  be  taken  by  this  method. 

The  accuracy  of  the  catheter  manometer  system  i.s  very  fxjor. 

Air  bubbles  form  in  (lie  iluida  involve'!  and  becom.'  compri'.s.s i hi o 
leading  to  some  of  thi.s  inaccuracy.  The  size  of  the  catlieter  cause.s 
inter  torenci'  with  tlie  blooii  flow  .insl  changes  readi  iku  .  The  hydra  i  lie 
system  it.^elf  limits  tin'  f  reqijoticy  rc.spons.e  by  act  ini)  like 
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a  t  -1 1  ter  . 


Figure  K.l  Cutlieter  Manonioter  (Ref  3u:337) 

K  lecfr  ic  S  t:  rain  Gage 

Unlike  t.ho  catlieter  nwnoiiK?t;or  the  strain  yaqe  as  shown  in 
Figure  F.2  is  an  intravascular  s\-stein,  meaning  that  the  transducer 
is  contained  in  the  tip  of  the  sensiiii  i>robe.  The  strain  gage 
contains  a  diaphra<;m  that  senses  the  pn.'ssuro  ami  moves  an  armature 
that  is  connected  to  two  sots  of  strain  gaejos  sot  up  in  a  Wlieatstone 
bridge  conf igur.iLion,  Tlic  pressure  applied  to  the  diapliragm  is 
directly  related  to  the  degree  of  inbalenrc  creafed  in  the  bridge 
network.  Therefore  an  eii’ctric  output  will  orcur  when  a  proi^sure  is 
applied.  Fvon  t liough  strain  gai|es  are  more  accurate  tiian  tlie 
catheter  m,i noun ■  l  i' r  syst  i'm  tliey  are  used  less  frr^qucntly. 

Strain  gigo  pri)l>os  have  many  serious  problems.  The  probes  are 
costly  to  hill  Id  in  a  j-izo  comfwit  iblo  with  ITiis  application.  Tlie 
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smallt'St  prob*’  size  available  as  ol  l'i7H  was  f'1  catheter  (1.07  nmi). 
Other  problents  include  temperature  drift,  electrical  drift, 
fragility,  and  the  inability  to  witlistand  sterilization.  Also 
some  research  lias  been  done  tfiat  indicates  tfiat  electrical  currents 
within  the  strain  gage  probe  may  be  responsible  for  increased 
fibrillation  attacks  in  patients. 


Figure  f.',2  Electric  Strain  (iago  (Hof  30;  3:^7) 

Optical  I  ntensj  ty  Scmr.or 

Tlie  transducer  displayed  by  Lindstrom  (Hef  LO;  yA);-. '  nu'asures 
light  intensity  reflected  from  a  moving  meml>rane,  Liijht  is  couplvni 
into  a  fiber  b\indle  as  shown  in  Figure  E.3  and  then  it  is  reflected 
back  down  different  fibers.  'I'tie  reflective  membrane  cbangis;  in 
curvature  and  in  distance  from  the  filnr  butidle  as  pr>.!ssure  is 
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applied.  A  relationship  was  then  developed  between  the  amount  of 
light  received  at  the  detector  and  the  pressure  on  the  membrane. 
Measurements  indicate  linearity  of  2.51.  over  the  desired  pressure 
range.  Sensitivity  is  a  major  problem  with  this  system  as  indicated 
in  the  article.  Other  problems  include  temperature  sensitivity  and 
size.  Although  the  size  could  be  reduced  if  an  attempt  were  made. 
Some  similarities  do  exist  between  this  system  and  the  fiber  optic 
System  that  is  the  focus  of  this  thsis  but  they  are  sliglit. 


Appendix  F:  Alternate  Measureinenl  Method 


General  Descriptioti 

The  active  element  of  the  PZT  control  loop  is  replaced  in  this 
approach  by  an  acousto-optic  modulator.  The  acousto-optic  modulator 
changes  the  frequency  of  the  laser  beam  by  Braqg  diffraction  from  an 
acoustic  wave.  This  in  turn  changes  the  optical  patli  length  in  terms 
of  the  number  of  wavelengths  between  the  beam  splitter  and  the  diaphragm 
mirror.  The  two  legs  of  the  interferoi.ieter  must  be  considerably  different 
in  length  for  this  approach  to  work.  This  hints  that  a  single  mode 
laser  will  be  required  to  obtain  phaselock  and  a  useable  pressure 
range.  The  coherence  length  of  a  noru\al  laboratory  HeNe  laser  (30  cm) 
is  not  great  enough  Cor  this  system  to  function  iwetully.  The  acousto¬ 
optic  modulator  offers  two  advantages  over  tVie  PZT.  First,  the  output 
variable  is  frequency  instead  of  voltage  and  this  when  coupled  with 
the  superior  electronics  associated  with  the  acousto-optic  modulator 
suggests  significant  improvements  in  resolution.  Secondly,  the  frequency 
response  of  the  acousto-optic  is  not  limited  by  its  meclianical  inability 
to  respond  to  high  frequency  inputs.  Therefore,  the  frequency  response 
is  expected  to  be  much  better  than  the  2  KHz.  displayed  by  tlie  PZT 
method . 

The  operation  of  the  acousto-optic  modulator  system  can  be  seen 
easily  from  Figure  F.l.  The  Michelson  interference  pattern  is  lockeci 
using  the  same  modulation  technique  as  sliown  in  Apixuidix  B,  i'iiu  output 
variable  is  the  frequency  of  the  voltage  controlled  oscillator  (VCO), 


bR 


Laser 


Mirror 


A/0 


▼  !  . 


Lens 


Fiber  Diaphragm 


>  t 

J  i 


-f 

-A. 


Photodiode 

Lock-In  Amp. 

f 


f..  Comp , 


WBPA 


vco 


Output 


£  Amp 


Figure  F,  1  Acousto-Optic  Modulation  Method  General  Dia 


The  intensity  o£  the  interference  pattern  is  converted  to  an 


electrical  signal  by  the  photodiode.  The  input  signal  determining  the 
VCO  output  is  determined  by  summing  f^  (constant  SO  KHz)  and  the  phase 
information  contained  in  the  compensated  lock-in  amplifier  signal.  The 
output  of  the  summing  amplifier  is  a  voltage  level  that  stores  the 
initial  phase  relationship  and  drives  the  VCO  to  maintain  tliat  phase. 

The  VCO  changes  the  FM  modulation  frequency  sent  to  the  acousto-optic 
modulator  that  in  turn  changes  the  laser  frequency.  The  wide  band 
power  amplifier  merely  supplies  the  correct  power  requirements  of  the 
acousto-optic  modulator, 

Acousto-Optic  Modulation 

Acousto-opti  c  modulation  offers  a  convienient  means  to  coritrol 
frequency,  intensity,  or  direction  of  a  laser  beam.  The  principle 
relies  upon  Bragg  diffraction  of  light  by  acoustic  waves  (  up  to  lO^^Hz). 
The  acoustic  wave  is  a  sinusoidal  pertibation  of  tlie  materials  density. 

As  the  density  changes  so  does  ttie  index  of  refraction.  Tlierefore  its 
usefullness  as  a  variable  frequency  moving  mirror  is  realized.  Ttie 
motion  of  this  mirror  is  the  factor  giving  rise  to  the  doi)pler  frequency 
shift  in  the  refracted  laser  output  beam.  Specifications  indicate  that 
30  percent  cr  better  of  the  laser  power  can  be  s))ift(‘d  into  tlio  tir:'>t 
shifted  dot.  The  etjuation;^  relating  this  efficiency  can  be  tound  in 
Yariv.  (Ref  32:340) 

Pressure  Vs  ,  Fre-quency  Fgu.it  ion 

An  equation  needs  to  Ix'  derived  relatin')  f  reqtiency  and  pres.,uie 
to  bettor  under:. tand  syst  em  operation.  The  diaphragm  eejuat  ion  displayed 
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In  chapter  two  (Kq.  2,5)  relates  the  change  in  length  (AL)  to  ttie 
change  in  pressure  (6P).  These  two  equations  can  then  be  combined 
to  yeild  a  relationship  between  pressure  change  and  the  necessary 
frequency  change  (Af)  to  maintain  phaselock. 

Recall  that  the  phaselock  control  loop  locks  the  signal  and  thus 
maintains  a  constant  number  of  wavelengths  over  the  region  (L-1). 

This  is  accomplished  by  changing  the  wavelength  of  the  laser  light 
slightly  with  the  acousto-optic  modulator.  This  fact  leads  to  tlie 
following  equation  for  frequency  change. 


where: 


=  't  -  'k 

Af  =  FM  modulation  range  of  VCO  driving  A/0, 
f^  =  Total  laser  frequency  after  modulation, 
f  =  Laser  frequency  plus  A/0  enter  frequency. 


since  c  =  Xf 


AX  =  X^  -  X^  =  c/f^  -  c/f^ 


ff  'k 


where;  AX  =  Change  in  wavelength  due  to  Af. 


This  change  in  wavelength  causes  a  change  in  optical  patli  length  (AL) 

of  nAX  where  n  is  the  number  of  wavelengths  affected. 

2  (I.  -  1) 

"  =  - T- - 


Ah  =  n  AX  =  - 


2  (1.  -  1)  c  Af 

\  ^  ‘k 


which  reduces  to: 


2  (1.  -  1)  Af 

f. 


(Kq,  F.l) 


Recall  that  (Eg.  2.5)  stiows  Die  length  change  to  Ije  equated  to  tlie 
differential  pressure  applied  to  (lie  <liap)iragm  as  follows. 


1 


-14  R 

AL  =  8.425  X  10  - -  6? 


Equating  these  two  formulas  yeilds  the  following  result. 


Af  =  - 


8.425  X  10  r"^  6P 

2  (L  -  1)  t^ 


14 

Setting  f  =  4,74  x  10  Hz  {  for  a  HeNe  laser  )  yeilds  the  simplified 

K 

t 

formula  below. 


Af  =  -TC^  ^  6P  (Eq.  E.2) 


where:  Af  =  VCO  modulation  frequency  in  llz. 

L  =  Length  of  interferometer  sensing  branch  in  cm. 

1  =  Length  of  interferometer  reference  branch  in  cm. 

=  Diaphragm  radius  in  cm. 
t  =  Diaphragm  thickness  in  cm, 

6P  =  Differential  pressure  in  dynes/cm". 

Each  of  the  parameters  in  (Eq,  F.2)  have  unseen  limitations  that 

drastically  effect  the  usefulness  of  the  system.  The  modulation 

frequency  (Af)  is  equipment  limited  to  640  KHz  for  the  equipment  shown 

in  Appendix  C.  The  length  difference  (L  -  1)  is  restricted  to  be  less 

than  the  coherence  length  of  the  laser  in  order  to  permit  interference 

of  the  two  beairis .  The  minimum  diaphragm  thickness  (t)  is  limited  to 

5  microns  by  the  etching  technique  shown  in  Appendix  A,  But  t-lie 

thickness  is  also  limited  by  the  linearity  a.ssuinpl  ion  made  in  ctiapter 

two.  AL  <  t/4  This  assumption  guaranteed  linearity  I  <  i  t  ei-  than  H 
max 

for  the  diaphragm.  Table  F.l  shows  the  1  imit  atir)n;,  ami  the  [i<i:...ible 

4  3 

values  for  the  radius  to  thickness  ratio  (R  /I;  ).  t'lo.  e  analy-ij.  lU 
those  parameters  shows  that  not  all  can  be  .sat  is  f  i  ei!  with  a  imcide 

laser  source. 

The  necessary  laser  coherence  len'jth  can  be'  detfrmined  from  the 
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Thickness  (microns)  !i  50  100  300 


Radius  (cm) 


.01 

80 

CO 

O 

1 

X 

10-2 

3,7 

X 

lO' 

.1 

8  X 

10^ 

8  X 

10^ 

1 

X 

lo2 

3,7 

1 

8  X 

lo" 

8  X 

10^ 

1 

X 

10^ 

3.7 

X 

10 

10 

8  X 

10^^ 

8  X 

10^° 

1 

X 

o 

f—i 

a 

3.7 

X 

10 

4  3 

Table  F.l  Calculated  Values  for  H  /  t  , 

following  essential  conditions.  The  drift  data  shown  in  chapter  four 

indicate  that  thermal  and  mechanical  noise  of  the  environment  limit 

length  (AL)  resolution  to  approximately  I./IO  or  .06  microns.  Therefore, 

to  obtain  1  mmHg  resolution  over  the  range  0  -  250  rtunHq  as  indicated 

in  the  Biomedical  criteria  in  appendix  E  the  maximum  length  change  ( AL 

^  ^  max 

due  to  250  inmUq  must  be  25  \  or  15  microns.  Solving  equation  2,5  for 

4  3  3 

these  conditions  indicate  the  need  for  R  /  t  =  5.4  x  10  .  With  the 

desired  radius  of  R  =  .5  mm  the  diaphragm  thickness  must  be  t  =  105 

microns.  Pluggitv)  the  appropriate  values  into  equation  F,2  Shows  the 

laser  coherence  length  needed  assuming  no  improvents  in  system 

electronics  are  acheivable.  The  necessary  coherence  length  is  L  = 

c 

560  meters.  This  is  not  discouraging  since  two  avenuvjs  of  correction 
exist,  A  special  application  VCO  could  be  built  witli  an  extended  FM 
modulation  range  to  correct  t)ie  problem.  Also  a  sirujle  mode  laser 


could  be  acejuired  with  the  necessary  coherence  leiKjth, 


Testing  done  with  the  acousto-optic  moiJulator  anti  single  mode 
fiber  indicate  that  the  VCO  FM  modulation  range  could  be  increased  by 
a  factor  of  20  to  12.5  Mhz  and  still  keep  the  shifted  beain  within  the 
5  micron  core  of  the  fiber.  This  improvement  alone  would  reduce  the 
required  coherence  length  of  the  laser  to  28  meters.  The  expanded 
VCO  range  permits  a  tradeoff  for  fiber  probe  length,  I'he  probe  can 
be  as  short  as  28  meters  or  as  long  as  the  coherence  length  of  the 
laser.  For  long  fibers,  loss  mechanisms  within  the  fiber  can  no 
longer  be  ignored.  Scattering  mechanism  within  the  fiber  may  well 


be  the  limiting  case. 


Fiqure  G.2  Fiber  Mountinq  Apparatus 

The  diaphragm  pressure  mount  is  shown  in  Figure  c;.3,  T!ie  diaphragm 
mount  allows  pressure  to  tje  applied  to  the  back  oi  the  silicon 
diaphragm  by  pumping  up  the  mercury  manomi'tor.  The  arm  attaclied  to 
the  top  of  the  mount  holds  t)ie  fiber  firmly  near  the  mirror  surface. 
A  Small  gap  exists  between  the  fiber  and  the  mirror  to  permit  flexin 
of  the  diaphragm.  The  radius  of  the  diaphra<im  can  be  adjusted  by 
changing  the  washers  that  hold  the  water  in  the  mount.  Tliis  allows 
the  scale  factor  of  the  pressure  sensor  to  be  varied. 

Figure  G,4  shows  the,’  GR  noise  analysis  computer  witli  tlie  X-Y 


GG 


plotter . 
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pattern  is  locked  using  a  piezoelectric  length  transducer  and  phaselock 
loop  control  techniques. 

Formulas  developed  to  m.~del  the  system  input/output  character i  - tic 
led  to  the  construction  of  a  working  prototype.  Long  term  drift  for  the 
System  was  negligible.  Short  term  drift  limited  the  resolution  of  the 
System  to  7  mmHg  over  the  region  50  mmHg  to  200  mmHg.  The  limited  range 
resulted  from  the  scanning  limit  of  the  piezoelectric  length  transducer. 
System  linearity  was  approximately  5  percent.  Computer  noise  analysis 
identified  the  high  voltage  DC  amplifier  and  the  piezoelectric  length 
transducer  as  limiting  resolution  to  3  mirHg. 

Acousto-optic  modulation  was  examined  as  an  alternative  control 
method.  This  approach  offers  better  resolution  and  better  frequency 
response . 

The  performance  of  the  prototype  pressure  sensing  system  suggests 
that  state-of-the-art  specifications  could  be  achieved  by  this  method. 
Application  for  intravascular  blood  pressure  measurement  is  discussed. 
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